False-positive Aspergillus antigenemia due to blood product conditioning fluids.
The presence of Aspergillus antigens in blood transfusion components from different manufacturers was analyzed. Galacomannans were found in transfused patients, pooled platelet concentrates, fresh frozen plasma, and packed red cells collected using Fresenius Kabi bags. Galacomannans were also found in blood collection anticoagulant and platelet additive solution from this manufacturer.